High-resolution coregistered intravascular imaging with integrated ultrasound and optical coherence tomography probe

Xiang Li,1 Jiechen Yin,2 Changhong Hu,1 Qifa Zhou,1,a K. Kirk Shung,1 and Zhongping Chen2,3,a
1Department of Biomedical Engineering, NIH Ultrasonic Transducer Resource Center, University of Southern California, Los Angeles, California 90089, USA
2Department of Biomedical Engineering, University of California, Irvine, California 92697, USA
3Beckman Laser Institute, University of California, Irvine, California 92612, USA and Edwards Lifesciences Center for Advanced Cardiovascular Technology, University of California, Irvine, California 92697, USA

(Received 5 May 2010; accepted 7 September 2010; published online 27 September 2010)

We report an integrated ultrasound (US) and optical coherence tomography (OCT) probe and system for intravascular imaging. The dual-function probe is based on a 50 MHz focused ring US transducer, with a central hole for mounting OCT probe. The coaxial US and light beams are steered by a 45° mirror to enable coregistered US/OCT imaging simultaneously. Lateral resolution of US is improved due to focused ultrasonic beam. Mirror effects on US were investigated and in vitro imaging of a rabbit aorta has been carried out. The combined US-OCT system demonstrated high resolution in visualizing superficial arterial structures while retaining deep penetration of ultrasonic imaging. © 2010 American Institute of Physics. [doi:10.1063/1.3493659]

High frequency ultrasound (US) is a commonly used noninvasive medical imaging diagnostic method, which is usually operated in the pulse-echo mode, where amplitudes and time delays of backscattered ultrasonic waves are measured to generate a cross-sectional image. The working frequency for medical US is normally from 20–60 MHz in dermatology; 10–60 MHz in ophthalmology; and 20–50 MHz in intravascular ultrasound (IVUS), which allow spatial resolution from 30 to 400 μm.1 For IVUS application, a side-looking unfocused single element transducer is the predominant design, which leads to a radial imaging geometry of the cross section of a vessel when mechanically scanned. The advantages of US as a popular means for intravascular imaging stem from its large penetration depth and moderate resolution in resolving plaque, lipid pool, and vessel structures.1,2 In addition, blood serves as a nature coupling medium for US, rather than an obstruction for optical modalities.2 However, the insufficient resolution of US imaging becomes a major limitation in characterizing certain critical microstructures of atherosomatous plaque, for example, an accurate estimation of cap thickness of fibrous plaque in thin-cap fibroatheroma (TCFA), a disease which accounts for ~80% of sudden cardiac death.3 On the other hand, optical coherence tomography (OCT) is an optical-based modality for high-resolution, cross-sectional, and real-time imaging.4,5 OCT is analogous to B-mode US except that infrared light is used instead of ultrasonic waves.5 In OCT, a technique known as low-coherence interferometry is applied to measure the time delay of backscattered infrared light instead of measured electronically as in US.4 OCT has been used for atherosclerosis evaluation and shown to provide valuable information about microscopic features.2,5,6,7 However, the limited penetration depth (1–2 mm) prevents OCT from imaging the whole depth of a large lipid pool of a plaque. Meanwhile, saline is needed for blood clearance in the clinical settings.2

Since the two modalities posses complimentary properties to each other, where OCT’s high resolution could resolve superficial microstructures and US could penetrate the whole depth of vessel wall, an integrated imaging system combining the two would be more beneficial than either alone. Moreover, a minimal amount of flushing saline would be needed for OCT since US can serve as guidance while searching for targets in the blood vessel. The feasibility of combining information from intravascular OCT and US for detecting TCFA has been studied by several investigators,2 who acquired US and OCT images from separate systems. The results indicated that neither modality alone is sufficient for detecting TCFA, while the combined use of OCT and IVUS provides much better sensitivity and specificity for evaluating TCFA. However, using two separate systems is time consuming, which requires patients endure extra suffer. Moreover, separately acquired US and OCT images may not be fully coregistered, which could result in inaccurate diagnosis.

In this paper, we report on an integrated dual-function US and OCT (US-OCT) probe and imaging system. Based on a high-frequency ring transducer, which allows a focused US beam and a light beam to be launched coaxially toward a common imaging spot, the hybrid probe demonstrated the capability of producing automatically coregistered US and OCT images simultaneously. As only one probe needs to be manipulated, the operating time is tremendously reduced compared to use US and OCT separately. In addition, the lateral resolution of US image is greatly improved by using a focused high-frequency transducer. In vitro imaging of a normal rabbit aorta was carried out with this US-OCT system. The results demonstrated the superiority of the coaxial probe design and its potential application in diagnosis and characterization of atherosclerotic plaques.

The schematic of the dual-modality probe that combines US transducer and OCT optical components is shown in...
a SS (center wavelength, 1310 nm; full width at half maximum bandwidth, 100 nm; output power, 2.7 mW; scanning rate, 20 kHz; Santec Corp., Komaki, Aichi, Japan) is split by an 80/20 1 × 2 coupler, with 80% of the power directed to the OCT-US probe and the remaining 20% to the reference arm. Two circulators are used in both arms to redirect back-scattered and backreflected light to the two input ports of a 50/50 2 × 2 coupler for balanced detection. The detected OCT signal is digitized at a sampling rate of 33 MHz.

In order to determine the performance of US subsystem, especially the mirror reflecting effects on the propagation of ultrasonic beams, a series of measurements were performed and showed that there was slightly loss in energy or change in beam profile. As an ultrasonic wave encounters an interface between two media, the directions of reflected and refracted waves are governed by Snell’s law.\(^9\)\(^{10}\)

The incident critical angle \((\theta_c)\) of total internal reflection are defined as \(\theta_c = \sin^{-1}(n_1/n_2)\), where \(n_1\) and \(n_2\) are sound speeds in each medium. \(\theta_c\) at water and glass mirror interface can be calculated to be 15°. In our device, the incident angles of the focused sound beam with f number (focal length/aperture diameter) of two encountering a 45° mirror are calculated to be between 31° and 59°, which are much greater than \(\theta_c\). Thus, “total internal reflection” occurs at the interface of water and mirror, or there is no propagation loss due to refraction or shear wave mode conversion.\(^10\) However, in B-mode US, images are acquired in pulse-echo mode. Ideally, US echo would return along the same pathway as incident wave, or total internal reflection also occurs for echo wave, which was further investigated.

To evaluate the mirror effects on the two-way propagation of ultrasonic wave, several tests without/with a mirror were carried out. First, pulse-echo\(^11\) and two-way insertion loss\(^11\) measurements were conducted. Comparing results without/with a mirror, no significant difference in center frequency (5150 MHz), fractional bandwidth (58/58%), or sensitivity (−24/−25 dB) are observed. Next, to determine the US subsystem’s spatial resolution, the linearly B-scan images of five 6 µm diameter tungsten wires were examined, which could be treated as ideal line targets since they were much thinner than the average US wavelength (30 µm). US images of wire phantoms without/with a mirror are shown in Figs. 2(a) and 2(d). The two images clearly demonstrate that the US beams are still focused at the designed focal point (4 mm) after reflected by the glass mirror. Figures 2(b), 2(c), 2(e), and 2(f) display the envelopes of the radio frequency (RF) signals acquired from the wires located at transducer’s focal point. US axial \(R_{axial}\) and lateral \(R_{lateral}\) resolutions are determined from the −6 dB envelope width. Without a mirror reflection, \(R_{axial}\) and \(R_{lateral}\) are 25 µm and 48 µm, respectively; while with a mirror reflection, those are 22 and 44 µm, remain almost unchanged. Both situations are consistent with the theoretical values of 25 and 45 µm for a ring transducer. (Theoretically: \(R_{axial} = c/(2BW)\); \(R_{lateral} = 0.75c/fd\),\(^12\) where \(c\) is sound velocity in water; \(BW\) is (−6 dB) bandwidth; \(f\) is average wavelength; \(f\) is focal length; and \(d\) is outer diameter of transducer aperture.)

For the OCT part of the integrated imaging system, the axial and lateral resolutions were optimized and measured to be 8 and 20 µm,\(^13\) which are much better than those of an US system.

In order to demonstrate the feasibility of the integrated
US-OCT system in intravascular imaging, an in vitro study of a healthy rabbit aorta was performed. The aorta (only vascular) was fixed in 10% formalin for 24 h and preserved in phosphate buffer. During the experiment, the aorta was pinned to a piece of cork and immersed into saline. The results are shown in Fig. 3. It is not surprising that OCT image [Fig. 3(a)] resolves the inner profile of aorta more precisely and offers much higher resolution (smaller speckles) than US image [Fig. 3(b)]. However, only about 500 μm depth could be visualized in OCT image. On the other hand, US image provides a full-depth cross-section image of the aorta—even the cork used to position the aorta can be seen (region I) but with inferior resolution compared to OCT. A combined US-OCT image is displayed in Fig. 3(c), which clearly demonstrated the advantage in high resolution of OCT and deep penetration of US, which can offer complementary information for atherosclerosis diagnosis that cannot be obtained by either modality alone. Meanwhile, the similar shapes of OCT and US images illustrates the superiority in depicting coregistered intravascular images of the coaxial hybrid probe design and integrated imaging system.

In conclusion, we have presented a concept and the realization of an integrated US-OCT imaging system for intravascular imaging. Based on a 50 MHz focused ring transducer, the coaxial design of ultrasonic and light beam of the dual-modality probe can provide coregistered US and OCT imaging at the same time. Meanwhile, the lateral resolution of US image is improved greatly compared to conventional unfocused IVUS transducer. In vitro images of rabbit aorta were acquired using this imaging system. The results well demonstrate its feasibility in intravascular imaging and potential in atherosclerotic plaque characterization. The combination of US and OCT functions into one imaging system enable it to possess the advantages both in penetration depth and resolution at the same time, which would significantly reduce the physician’s operating time and increase diagnostic accuracy compared to using separate probes.

We would like to thank Dr. Jonathan Cannata and Mr. Wei Wei for their help in this work. This project has been supported by the NIH grants (Grant Nos. EB-10090, RR-01192, EB-00293, and P41-EB2182). Mr. Xiang Li and Ms. Jiechen Yin have equal contributions to this paper and should be treated as cofirst authors.